
SYMPOSIUM: MOLECULAR AND SURGICAL ADVANCES IN OSTEONECROSIS

Metal-on-Metal Hip Arthroplasty Does Equally Well
in Osteonecrosis and Osteoarthritis

Manish R. Dastane MD, William T. Long MD,

Zhinian Wan MD, Lisa Chao BS, Lawrence D. Dorr MD

Published online: 19 March 2008

� The Association of Bone and Joint Surgeons 2008

Abstract Many previous reports suggest total hip

arthroplasty performs suboptimally in young patients with

osteonecrosis. We retrospectively compared the perfor-

mance of metal-on-metal articulation in a select group

of 107 patients with 112 hips (98 uncemented and 14

cemented stems) 60 years of age or younger with either

osteonecrosis (27 patients, 30 hips) or primary osteoar-

thritis (80 patients, 82 hips). We evaluated all patients with

patient-generated Harris hip score forms and serial radio-

graphs. Five mechanical complications were caused by

impingement, two with pain, two dislocations, and one

liner dissociation. At a minimum followup of 2.2 years

(mean, 5.5 years; range, 2.2–11.7 years), we observed no

osteolysis or aseptic loosening in the osteonecrosis group,

whereas one osteoarthritic hip had cup revision for loos-

ening (none showed evidence of osteolysis). None of the

stems were loose. Patients with osteonecrosis or primary

osteoarthritis were similar in clinical and radiographic

performance. The patients with metal-on-metal hip

arthroplasty for osteonecrosis had no revisions for aseptic

loosening, but did have one liner change in a cup for

painful impingement.

Level of Evidence: Level III, therapeutic study. See the

Guidelines for Authors for a complete description of levels

of evidence.

Introduction

Osteonecrosis (ON) is predominantly a disease of the

young, causing secondary arthritis [22]. Few reports sug-

gest longevity of THA for ON is inferior when compared

with THA for osteoarthritis (OA) [24, 28, 32]. Young,

more active patients have higher revision rates with THA

performed for any disease, but failure rates with ON are

reportedly even higher for reasons not clearly understood

[23, 24].

Metal-on-metal articulations in younger active patients

have a low rate of wear and osteolysis [30, 31]. Low wear

has been the most important factor in long-term perfor-

mance of metal-on-metal articulations [35].

We asked whether metal-on-metal articulation, com-

bined with noncemented fixation of the stem and cup,

would provide equivalent survival and clinical scores in

patients aged 60 years or younger with ON compared with

primary OA.

Materials and Methods

We retrospectively compared clinical outcomes from

clinical examination, medical records, and radiographs in

129 selected patients (135 hips) who were 60 years

or younger with ON and OA and who had Metasul1

(Zimmer, Inc., Warsaw, IN) metal-on-metal articulation.

The group is selected, in part, because of inconsistent

availability of the implant until 1999. In addition, from
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1999 to 2000, there was contamination of the Sulzer

InterOp metal shell (Sulzer Orthopedics, Austin, TX) used

by us, which required revision in 14 patients; these patients

were eliminated from this study group. Nine of the 129

patients (nine hips) had surgery between 1991 and 1993; 33

patients (35 hips) had surgery between 1993 and 1998 in an

investigational device exemption for Metasul1; and 87

patients (91 hips) had surgery 1999 to 2003 after the

Metasul1 articulation was approved by the US Food and

Drug Administration. The total number of hips operated on

by us from 1999 to 2003 was 1016, so the 91 metal-on-

metal hips in that same period represent 9% of our volume.

Of the 129 patients potentially available, three (three hips)

died, five (five hips) were lost to followup, and 14 patients

(15 hips) were eliminated from the study because they

had revision surgery from a failed recalled InterOp cup

(Sulzer Orthopedics, Austin, TX) [20]. The final study

group therefore had 107 patients (112 hips), of which 80

patients (82 hips, two bilateral) had primary OA and 27 (30

hips, three bilateral) had ON. The patients with OA were

7 years older on average (p \ 0.0005) than those with

ON with no other differences between the two groups

(Table 1). All patients were contacted for recall for clinical

and radiographic examination with five patients lost to

followup. We obtained prior Institutional Review Board

consent for review of the records.

The causes of ON were idiopathic (48%), posttraumatic

(26%), alcohol abuse (15%), corticosteroids (7%), and

sickle cell disease (4%). There were six hips in Stage 3 of

ON with an obvious sequestrum and segmental collapse of

the femoral head and 24 hips in Stage 4 with severe fem-

oral head deformity and secondary OA using a staging

system designed by Ficat [14]. Only one patient with

bilateral ON had received surgical treatment in the past in

the form of core decompression.

Patients were operated on with a traditional posterior

approach as previously described [6]. All procedures were

performed by the senior surgeons (LDD, WTL). Epidural

anesthesia was augmented with general anesthesia to keep

the average arterial pressure between 60 and 80 mmHg.

Between 1991 and 1998, we used 12 cemented Weber cups

(Sulzer Medica, Winterthur, Switzerland) and 32 cement-

less APR cups (Anatomic Porous Replacement; Zimmer)

(Table 2). The APR cup was a 3.5-mm wall thickness

titanium shell with a cancellous structured titanium porous

coating. These 44 cups were coupled with 44 APR stems

(11 cemented and 33 cementless). Between 1999 and 2003,

we used 28 cementless InterOp cups (Sulzer) and 40

cementless Converge cups (Zimmer) with 67 cementless

stems and one cemented APR stem. The InterOp was

changed to the Converge in 2001 because of the recall of

the InterOp in 2000 [20]. The InterOp metal shell and the

Converge metal shell did not differ from the APR metal

shell in thickness or porous surface. The only difference in

the InterOp and Converge cups was the locking mechanism

for the acetabular insert. The Metasul1 acetabular insert

for all cups had an articulation surface of cobalt-chromium

metal, which was inlaid into a polyethylene hemisphere

having the locking mechanism for the metal shell. This

metal insert was manufactured separately and then

Table 1. Patient demographic and preoperative clinical data according to group

Variable Osteonecrosis Primary osteoarthritis p Value

Number of patients (hips) 27 (30) 80 (82)

Mean age, years (SD) 44.7 (±6.9) 51.67 (±6.7) \ 0.0005

Male patients (hips) 22 (25) 56 (57)

Mean followup, years (range) 5.5 (2.25–11.7) 5.35 (1.1–13.2) 0.2

Female patients (hips) 5 (5) 24 (25)

Weight, kg (SD) 80.6 (± 12.43) 87.95 (± 21.8) 0.181

Height, m (SD) 1.71 (± 0.10) 1.76 (± 0.10) 0.108

Body mass index (SD) 27.53 (± 4.96) 28.21 (± 6.18) 0.675

Dorr bone type A = 14, B = 16, C = 0 A = 31, B = 50, C = 1 0.56

Preoperative Harris hip score 45.92 (± 10.26) 46.15 ( ± 15.25) 0.96

SD = standard deviation.

Table 2. Various implant combinations used during the study period

Implant Osteonecrosis

(n = 30)

Primary osteoarthritis

(n = 82)

Cup design

Weber 4* 8*

APR 8 24

Interop 10 18

Converge 8 32

Stem type

APR 30 (2*) 82 (10*)

* Cemented fixation; APR = anatomic porous replacement.
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embedded into the polyethylene [35]. This insert was the

same for all metal shells used with the exception of the

locking mechanism of the polyethylene into the metal

shell. Metasul1 (Zimmer) was designed to have better

clearance of surfaces to avoid excess friction, promote

lubrication, and allow clearance of debris [29, 35]. The

cobalt-chromium metal used in the acetabular surface of

the Metasul1 liner and the femoral head was Protasul-21

WF (Zimmer) cobalt-chromium alloy, a high carbon

wrought forged alloy. The diameter of the femoral head

used in this study was 28 mm. The clearance between the

femoral and acetabular articulation surfaces was a mean

120 lm (range, 70–170 lm). The Metasul1 insert had an

elevated metal edge where it was inlaid. This protruding

edge could cause impingement of the metal neck and cup

(Fig. 1).

We obtained data on pain and functional outcome pre-

operatively and at the final followup with a patient self-

assessment form (patient-generated Harris hip score [16];

Orthographics, Salt Lake City, UT). We determined

activity separately by asking the patients their activity

level; activity was graded as unlimited community ambu-

lation (more than eight blocks), active community

ambulation (can walk up to eight blocks), limited com-

munity ambulation (can walk two blocks), and household

ambulation (limited to household activities) [12]. Patients

completed their forms either by mail or during followup in

the office. Ninety-six of the 107 patients (101 hips) were

seen at final followup, and 11 (11 hips) were graded by

forms returned by mail. We reviewed the medical records

for revisions, complications, and clinical scores.

We obtained anteroposterior pelvic radiographs and lat-

eral radiographs (iliac oblique views) preoperatively and at

each followup visit. The preoperative radiograph was used

to determine the diagnosis. We used the 6-week postoper-

ative radiographs as the baseline for comparison with final

followup radiographs for fixation and osteolysis. Wear

could not be measured from the radiographs because it was

not possible to distinguish between the edge of the femoral

head and the metal articulation surface of the acetabular

liner. One of us (ZW) measured inclination of the cup using

the technique of Callaghan et al. [4] and anteversion using

the modified technique of Ackland et al. [1, 11]. Femoral

radiolucent lines and osteolysis were recorded in each of

seven Gruen zones [15] on the anteroposterior and lateral

radiographs [17]. Calcar resorption was a focal radiolucent

area that was seen immediately under the collar of the stem

and was located between the cortex of the calcar and the

medial edge of the stem. Fixation and osteolysis of the cup

were measured by the zones of DeLee and Charnley [8].

Cup loosening was diagnosed when there was: (1) a cir-

cumferential radiolucent line of 1 mm or wider; (2)

appearance of a new radiolucent line in any zone; (3) pro-

gression of a radiolucent line; or (4) migration of the cup by

more than 2 mm of vertical or horizontal shift or a change in

inclination of more than 5� [33].

We used the Student’s t-test to compare demographic

parameters such as age, height, weight, and body mass

index and for pre- and postoperative Harris hip scores, pain

and function scores, and number of years of followup in

both groups. Chi square test was used to compare the

categorical data (gender, bone type [9], patient self-

assessment score, and postoperative level of activity) in the

two groups. A probability value of p B 0.05 was consid-

ered significant. All data were analyzed using SPSS

software (SPSS Inc, Chicago, IL).

Results

At a mean followup of 5.5 years, the postoperative score

was similar for patients with ON and those with OA

(93.73 ± 8.2 versus 93.12 ± 8.5, respectively). Mean pain

scores at the final followup were also similar (40.48 ± 5.78

for ON versus 40.74 ± 5.76 for OA) and only three

patients with ON (11.11%) and six patients with OA

(7.5%) had self-described mild to moderate pain. There

was no difference in the mean functional scores for either

group (44.64 ± 2.78 for ON versus 43.93 ± 4.71 for OA)

with only two patients in each group requiring an assistive

device for walking. Seventeen patients (20 hips) out of 27

(30 hips) with ON reported their outcome as excellent in

the ‘‘patient self-assessment form’’ compared with 60

patients (62 hips) out of 80 (82 hips) patients with OA.
Fig. 1 Retrieved Metasul1 liner with a protruded edge of the inlay

has damage to the polyethylene caused by impingement.
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Overall clinical outcome and functional activity were

similar for all measured parameters (Tables 3, 4).

Radiographic results were also similar between the OA

and ON hips. The mean cup inclination for the ON group

was 39� ± 5.9� compared with 38� ± 5.7� for OA; the

mean cup anteversion for ON hips was 18.2� ± 5.4� and

17.9� ± 5.1� for OA hips. No pelvic osteolysis was

observed in either of the groups. Femoral osteolysis was

seen in Zones 3 and 4 in one of 82 hips (1.22% in the OA

group and none of the ON hips) and calcar lysis of 3 mm x

3 mm or less was observed in two hips with ON and in

three with OA.

There were no loose stems in either group and one loose

cup in the OA group. Femoral radiolucent lines, confined to

Zones 3, 4, and 5, were seen in two hips with ON and eight

with OA. Radiolucent lines were more prevalent around the

cup with seven cups in the ON group and 20 in the OA

group affected. These incomplete radiolucent lines were in

three zones in one hip with ON and in three hips with OA;

in two zones in three hips with ON and eight hips with OA;

and in one zone in three hips with ON and nine hips with

OA. Other than the revised cup, no cup had a complete

radiolucent line in all three zones or progressive lines, and

no cup showed migration.

Overall, there were six acetabular revisions with four

metal shell replacements and two liner changes. There

were no stem revisions. We revised one cup in the OA

group for aseptic loosening. This cup had bone graft for

protrusio acetabuli and had three zone circumferential

radiolucent lines on the postoperative radiograph. We

revised two cups in the OA group for dislocation. There

were two liner changes, one in each group, for painful

impingement at 2 years and 8.5 years postoperatively. One

patient with OA had a liner dissociation, which occurred at

7.7 years followup (Fig. 2). In this hip, the acetabular

component was malpositioned with 30� of inclination and

2� of anteversion, which resulted in impingement and

failure of the locking mechanism. This hip had a revision

of the cup to a position that prevented impingement. The

only other reoperation was in one patient with ON in whom

a periprosthetic fracture occurred distal to the femoral

component as a result of a traffic accident; it was suc-

cessfully fixed with open reduction and internal fixation.

Discussion

Traditionally, ON of the femoral head as the reason for

THA has had outcomes inferior to the hips with OA as the

cause of the operation [24, 28]. Specifically, the ON hips

have had more loosening of components [24, 26, 28]. We

asked whether the outcome of THA was different in

patients 60 years old or younger with ON compared with

OA when using noncemented implant fixation and metal-

on-metal articulation (Metasul1).

Our study was limited in that it was not randomized and

has nonconsecutive patient selection with a smaller sample

size. These patients were operated on at various time

periods, depending on availability of Metasul1 implants.

The study did, however, include all of the patients 60 years

or younger operated on by us who had ON and OA and a

Metasul1 insert. The study included both cementless and

cemented cups, which have different propensities for

osteolysis. However, we had no case of osteolysis around

the cup in either group so this did not influence results.

Table 3. Clinical outcome in patients with osteonecrosis and

primary osteoarthritis at final followup

Outcome

(clinical grade)

Patients in the

osteonecrosis

group (hips)

Patients in the

primary osteoarthritis

group (hips)

p Value

Excellent 17 (20) 60 (62) 0.58

Good 8 (8) 15 (15)

Fair 2 (2) 5 (5)

Table 4. Functional activity in patients with osteonecrosis and

primary osteoarthritis at final followup

Outcome

(functional

activity)

Patients in the

osteonecrosis

group (hips)

Patients in the

primary osteoarthritis

group (hips)

p Value

Unlimited

ambulator

25 (28) 68 (70) 0.32

Active community

ambulator

2 (2) 10 (10)

Limited community

ambulator

0 2 (2)

Fig. 2 Anteroposterior pelvic radiograph shows a disassociated

Metasul1 liner in the right THA at 7.7 years postoperatively.
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Finally, wear cannot be measured in metal-on-metal

articulation so we could not compare it with series using

polyethylene articulations.

We found no difference in the clinical or radiographic

outcome for the length of our followup. Our mean followup

was 5.35 years for OA and 5.5 years for ON with the

longest followup being 13.2 years and 11.7 years, respec-

tively. There was no osteolysis of the pelvis in either group

and only one OA hip showed osteolysis in the femur.

Fixation was secure in all cemented or noncemented hips

and failures in both groups were caused by impingement

except for one OA hip with a technical error, which was

revised.

The importance of our data is reflected in the similarity

of outcomes in ON and OA hips. The results of cemented

THAs with metal-on-polyethylene articulation in ON have

not generally been satisfactory in studies reported with a

similar age group and followup as our mean 5.5 years

[5, 7, 10, 24, 26, 28]. One study [7] reported an overall

failure rate of 37% at a mean followup of 7.6 years in 28

cemented arthroplasties; a second study [28] reported

unsatisfactory results in 14 of 29 ON hips (48%) compared

with 16 of 63 (25%) in patients with OA, and a third study

[26] had a poor outcome in 11 of 12 cemented ON hips. At

a long-term followup of 15 years, Ortiguera et al. [24] had

nine of 18 failed hips in 35 patients as compared with four

of 17 in patients with OA.

In contrast, cementless arthroplasties with metal-on-

polyethylene articulation have had better survival than

cemented arthroplasties for ON. One study [23] reported no

difference in fixation at 3 years among 52 matched hips; a

second [25] reported loosening of 3% of acetabular com-

ponents in 35 ON hips at 7.5 years; and a third [19] had

98% survival of 100% cementless hips at 10 years.

Failure with cemented components may be related to

changes in cancellous bone structure and remodeling with

ON. Defective cancellous bone might not support the

interdigitation of cement and the increased load placed on

it. The framework of cancellous bone in ON is apparently

weak. Arlot et al. [2] studied the histomorphometry of iliac

bone in 77 patients with ON and normal kidney function

and found osteomalacia in nine patients with the remaining

68 patients having reduced trabecular bone volume, a

reduced calcification rate, and a thin osteoid seam indi-

cating defective osteoblastic apposition and healing. Calder

et al. [3] described extensive osteocyte death and an

abnormal remodeling capacity in the proximal femur in

ON, and proposed premature loosening of implants in

patients with ON may be related to this presence of

abnormal cancellous bone at the implant-bone and cement-

bone interfaces.

Metasul1 metal articulation also protects against bone

failure by a low volume of particles, which prevents

changes in osteolysis. In retrieval analysis of 118 second-

generation Metasul1 articulations for up to 8 years, there

was volumetric wear of 0.3 mm3 per year, which is 60

times less than metal-on-polyethylene articulation [31].

Osteolysis with Metasul1 metal-on-metal articulation has

been rarely observed in studies with no osteolysis in 39

cementless arthroplasties (20 ON, 19 OA hips) in one study

[21]; in a second study [13], none at 5 to 12 years followup

of 56 cemented and cementless arthroplasties; in a third

[27], none in 106 cementless arthroplasties at a mean

6.4 years; and in the fourth [18], one of 68 hips with pelvic

osteolysis needing revision and another hip with two small

areas of focal femoral lesions around a stable stem.

We observed several mechanical complications from

impingement. Two dislocations, two liner changes, and one

liner disassociation had evidence of impingement at revi-

sion with indentations on the femoral neck and acetabular

liner. The Metasul1 liners used in our patients had an inlay

with a prominent metal rim. In addition, we used a 28-mm

head on a 12 to 14 taper femoral neck giving a head-neck

ratio of 2.0, which is a risk for impingement [34].

Metasul1 liners have been redesigned to have a buried

metal inlay in a chamfered polyethylene rim (Fig. 3), and

we use a 32-mm or larger femoral head (36-mm+ Durom;

Zimmer) when we implant Metasul1 articulations.

THA for arthritis secondary to ON of the femoral head

did not result in higher failure rates than OA with modern

cementless implants. We continue to use cementless fixa-

tion and this metal-on-metal articulation for patients

60 years of age or younger with either ON or OA as a

cause of their arthritic hip.

Fig. 3 The current Metasul1 liner has a buried metal inlay and a

chamfered polyethylene rim to reduce impingement.
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